Introduction
Among the primary methods for the determination of the Boltzmann constant k B , acoustic gas thermometry (AGT) is currently the most accurate [1] [2] [3] [4] [5] [6] [7] . Here, one measures thermodynamic temperature T by determining the speed of sound c in the gas, which is related to the average kinetic energy in the three degrees of freedom of a gas in thermal equilibrium. For a zero-density (ideal) gas, the Boltzmann constant k B is connected to the square speed of sound c 0 2 via 
where M is the molar mass of gas; N A is the Avogadro constant, and γ 0 the ratio of the heat capacity at constant pressure to heat capacity at constant volume. For a monatomic gas, γ 0 is independent of temperature and exactly equal to 5/3. Using equation (1) , one can determine the k B by AGT by measuring c 0
2
, T, and M. Most AGT experiments use argon as the working gas due to its high molar mass, simple isotopic composition, and relative insensitivity of c 0 2 to the most common chemical impurities. A high molar mass implies low acoustic resonant frequencies of the sample gas in a resonator, distant from troublesome shell vibrational modes. Helium is an alternative sample gas, because of its monoisotopic composition opposite to three dominant isotopes for argon. Nevertheless, the higher density of argon leads to the larger quality factor and lower resonant frequencies of acoustics than helium at equal pressure. Natural argon consists of 40 Ar, 38 Ar, and 36 Ar, with approximate relative abundances of 0.9964, 0.0006, and 0.0030, by mole fraction. Because the relative abundances of 38 Ar and 36 Ar are lower than the relative abundances of the minor krypton and xenon isotopes, mass spectroscopy can determine argon's average molar mass with lower fractional uncertainties than it can determine the average molar mass of krypton or xenon. Some recent determinations of the k B using Ar by AGT were found to disagree by more than their standard uncertainties [2, 4] . A possible cause of this disagreement is a slightly different value for the molar mass of the gas samples used in the respective experiments. To resolve the discrepancy, a collaborative study of the samples was performed using two methods: acoustic resonance frequency ratios (hereafter Method I) at the Laboratorie Commun de MetrologieConservatoire National des Arts et Métiers (LNE-CNAM) and National Institute of Metrology (NIM), and gravimetric mass spectrometry (Method II) at the Korea Research Institute of Standards and Science (KRISS). In a previous paper [8] , a concise description of the work performed at NIM was given. Here, the experiment is described more thoroughly and the analysis is refined with the benefit of hindsight, and the work is presented in a broader context with an eye to future applications.
The rest of the article is set out as follows. In section 2, we recall briefly the approach for the accurate determination of molar mass by Method I. We describe the chronology of gas samples amongst the participating laboratories in section 3, and the experimental apparatus and procedure used at NIM in section 4. The results are presented in section 5 together with a comparison of those using gravimetric mass spectrometry. In section 6, we update the result of mass spectrometry in one of the samples in the present work.
Principle
The principle of Method I was suggested in 1988 by one of the present authors [1] . As stated above, primary AGT determines the thermodynamic temperature T from measurements of square speed of sound c 2 in a low-density monatomic gas of molar mass M and pressure p. The deviations from low-density behavior can be described by the acoustic virial equation [9] 
In equation (2) , the factors A 1 (T ) and A 2 (T ) are related to the density virial coefficients and their temperature derivatives [9, 10] . The factor A 1 (T ) accounts for the interaction of pairs of molecules, while A 2 (T ) accounts for the interaction of triplets of molecules. The term γ 0 RT/M is the ideal-gas limit corre sponding to equation (1) with the universal gas constant R replacing N A k B . The second line of equation (2) displays the relative importance of A 1 (T ) and A 2 (T ) for argon at the temper ature of the triple point of water (T TPW = 273.16 K) and p = 300 kPa, where we measured speed-of-sound ratios. If the gas of two samples of molar mass M (to be determined) and M r (the reference) are maintained at constant pressure and temperature, the ratio of their square speeds of sound is given by:
, where A 1,r (T ) and A 2,r (T ) are corresponding factors related to the density virial coefficients of the reference gas. Because the reference gas and the unknown gas are so similar, the terms Δ(MA 1 ) and Δ(MA 2 ) are expected to be negligible. (In the appendix of this paper, we argue that Δ(MA 1 ) is very small.) Thus, one can determine the ratio of the molar masses of two argon samples with high accuracy by comparing their square speeds of sound at a constant temper ature and pressure. Specifically, the molar mass of the gas under analysis is given by:
Equation (4) forms the basis of Method I.
Chronology of gas samples among participants and the experiment at NIM
To implement Method I, Moldover et al [1] used as a reference gas a commercially-purchased sample of argon that was isotopically-enriched in 40 Ar. We designate this reference gas 'Ar40'. Using a getter, they removed the chemically-reactive impurities from the Ar40 and they estimated that the relative uncertainty of the molar mass was u r (M Ar40 ) = 0.7 × 10
from the uncertainties of their measurements of the mole fractions of krypton X Kr and xenon X Xe impurities. (Throughout this paper, we report the statistical, standard uncertainty corre sponding to a 68% confidence level.) In this work, we did not repeat the measurements of X Kr and X Xe , which contributed 0.7 × 10 −6 to the relative uncertainty of M Ar40 in [1] . Thus, all our acoustic determinations of M, by comparison with M Ar40 via equation (4) , have this additional uncertainty component.
Moldover et al [1] compared the square speeds of sound of the samples of the Ar40 reference to samples of the commercially-purchased working gas to establish the molar mass M Ar of the working sample with respect to M Ar40 with the relative uncertainty u r (M Ar ) = 0.8 × 10 −6 . Crucially, for the present work, they saved most of the reference gas in its original container. During recent determinations of the Boltzmann constant, the present authors used some of the reference gas to characterize the molar masses of samples of argon gas by Method I. Since the work of [1] , AGT has benefitted from technological advances, and techniques have become so refined that a relative measurement uncertainty of a few parts in 10 7 for temperatures close to T TPW is achievable. Moreover, square speeds of sound derived from frequencies of different acoustic modes are spread by fractional differences of only (2 to 5) × 10 −7 , and so their ratio for two ideal gases can be obtained at a similar level of uncertainty. Such a level is comparable with that achieved using advanced mass spectrometry referenced to a standard reference gas mixture [8, 11, 12] . Thus, measurements using Method I can be compared to those using Method II and vice versa. If care is taken, then a sample studied by Method I can be recovered for study elsewhere i.e. the method is non-destructive.
The complementary determination of molar masses using Method II, gravimetric mass spectrometry, was undertaken at KRISS for a total of 15 samples, including the nine studied by LNE-CNAM and the one at NIM by Method I.
The work is described in detail in Yang et al [8] , and so we mention only a few key facts. Method II relies on the analysis of the individual abundances of the stable isotopes of argon, namely 36 Ar, 38 Ar, and 40 Ar. The mass spectrometry conducted at KRISS used reference mixtures prepared by gravimetric methods [8, 11, 12] , where the isotopic ratios 40 Ar/ 36 Ar of the mixtures were determined by using two mass-comparators [11] . Thus, the procedure was 'primary' mass spectrometry. In contrast, certain mass spectrometry measurements of M Ar [13] used local atmospheric argon as a reference mixture; these measurements assumed the relative isotopic abundances in atmospheric air were those reported by Lee et al [11] . In the remainder of this paper, we shall concentrate on the molar mass determination using square speeds of sound and compare the results with those from mass spectrometry.
In this work, we compared the sample of nearly monoisotopic Ar40 from [1] with three argon samples from Air Products 5 : Sample A of BIP grade and Samples B and C of BIP PLUS grade. We have described the properties of BIP and BIP PLUS in previous publications [7, 14] .
One sample, designated 'A(1)', was collected from the same container as Sample A. In 2010, Sample A(1) was analyzed for M Ar at KRISS using primary mass spectrometry calibrated with a reference mixture prepared by Lee et al [11] . A sample designated 'B' was from one container of BIP PLUS. We used another container of BIP Plus in this work and took three samples from this container. One of the three was labeled 'C' and analyzed with Method I. The second of the three was labeled 'C(1)' and sent to KRISS for analysis by primary mass spectrometry. The third was labeled 'C(2)' and sent to LNE-CNAM for acoustic analysis as one constituent of the nine samples mentioned in the literature [8] . Sample C(2) was finally delivered to KRISS for the analysis with Method II.
Experimental apparatus and procedure
The apparatus used here was adapted from that used for a determination of the Boltzmann constant. It has been described in detail elsewhere [7, 14] . Here, we concentrate on the aspects specific to the determination of molar mass. The molar mass measurements were carried out at T TPW . We determined the squared ratio of the speeds of sound (c Ar /c Ar40 ) 2 using the cylindrical cavity specially designed for the determination of the k B [7] . It has a nominal length of 80 mm and a nominal inner diameter of 80 mm. The cylindrical shell is made of bearing steel. To allow an optical determination of the cavity length, the end-plates, 15 mm in thickness and 108 mm in diameter, are made of optical-quality fused silica. The working surface of each end-plate was coated with a partiallyreflecting metallic film. A 10 mm diameter hole was ground out of the outside-facing surface of each end-plate to a depth of 14.70-14.75 mm leaving a silica diaphragm 0.25-0.30 mm thick that was flush with the working surface of the end-plates. The piezoelectric transducers (PZTs) were cemented to the outside surface of each diaphragm with epoxy resin.
A single duct for measuring and changing the pressure of argon gas led from the cavity to the gas manifold. The gas manifold was the same as the one used in earlier work [7] . It was assembled using all-metal connectors and valves with bellows stem seals. An SAES Model GC50 getter was installed for gas purification. Heating tapes were wrapped around the manifold to bake-out absorbed gases. Prior to baking, the SAES getter was preheated for 2 h to reach its operating temper ature of 400 °C and it was maintained at 400 °C throughout the bake-out. In the experiment described here, the bake-out lasted more than 24 h during which the manifold was maintained at 100 °C, while it was alternately evacuated and purged with pure argon.
The temperature of the cavity was measured using two capsule-type standard platinum resistance thermometers (Hart 5686). Each thermometer was enclosed in a metal sleeve as previously described [7] . An ASL F900 bridge and a 100 Ω standard resistor (Tinsley 5685A) were used to measure the 5 In order to describe materials and procedures adequately, it is occasionally necessary to identify commercial products by manufacturers' name or label. In no instance does such identification imply endorsement by the authors' institutions, nor does it imply that the particular product or equipment is necessarily the best available for the purpose. resistance ratios of the thermometers. The thermostat maintained the temperature of the resonator within ±0.1 mK during the experiment. Two PZTs were used for the generation and detection of sound. The source PZT was driven by a sinusoidal voltage generated by an Agilent 33220A waveform generator that was locked to a 10 MHz standard signal provided by a GPS clock. The detecting PZT was read with a two-phase lock-in amplifier (Stanford Research Systems SR830) locked to the driving voltage.
The pressure vessel surrounding the acoustic cavity was filled with BIP argon from a different container than the one used for Samples A and A(1). The surrounding pressure was 200-300 Pa below the pressure of the test gas inside the cylindrical cavity. This pressure difference ensured that outgassing from the transducers, epoxy resin, wire insulation, etc. located in the pressure vessel would not contaminate the test gas. A differ ential pressure gauge (MKS Baratron 616A) measured the pressure difference between the gases inside the cavity and the pressure vessel. The metal diaphragm of the differential pres sure gauge isolated the cavity from the rest of the gas manifold. An absolute pressure gauge (Ruska 7250 xi, 0-600 kPa) was used to monitor the gas pressure within the pressure vessel. This procedure avoided contamination of the argon gas in the cavity by impurity release from the non-metal diaphragm of the absolute pressure gauge. The mating surfaces of the end-plates and the cylindrical shell were sufficiently flat that leakage of the pure argon gas from the cavity into the pressure vessel was negligible. The short-term drift of the absolute pressure gauge and the differential pressure gauge was measured of less than 20 Pa for both transducers. Supposing the worst case of 40 Pa drift occurring in the pressure measurement, the calculation from equation (2) indicates a fractional change of about 1 × 10 −7 (0.1 ppm) for the squared sound of speed at 300 kPa. Thus, the drift of the pressure gauges causes negligible effect on the determination of the mole mass. 
Speed-of-sound ratio measurements
We measured the square speeds of sound in the sequence of Sample A, Sample B, Sample C, and Ar40. The measurements were performed at a nominal gas pressure of 300 kPa and at the temperature T TPW . The choice of pressure was governed by a trade-off between two sources of uncertainty:
(1) as the pressure increases, the signal-to-noise ratio of the resonance frequency measurements improves, thereby reducing uncertainty, and (2) as the pressure increases, the coupling between the acoustic oscillations of the gas and the hard-to-calculate compliance of the shell grows, thereby increasing uncertainty. The frequency perturbations from the shell's compliance cannot be calculated accurately, because they depend on the geometry of the acoustic oscillations, the geometry and elastic properties of the shell, and the difficult-to-model visco-elastic response of gas-filled, bolted joints. In [14] , we showed that four classes of perturbations from the shell increase as a nearly-linear function of the argon pressure and that these perturbations have a complex frequency dependence that includes peaks at frequencies where the empty shell has mechanical resonances.
We determined three values of the speed-of-sound ratios (c Ar /c Ar40 ) 2 using the three longitudinal acoustic modes (2 0 0), (3 0 0), and (4 0 0) that had resonance frequencies at 3.8, 5.7, and 7.6 kHz. For Samples A, B, and C, the fractional standard deviations of the three values of (c Ar /c Ar40 )
2 from their mean were 0.21 × 10 −6 , 0.33 × 10
, and 0.27 × 10 −6 , respectively. If the frequency-dependent compliance of the shell had a peak near one of these frequencies, we would expect larger inconsistencies among the three longitudinal modes.
The signal for the longitudinal mode (1 0 0) was too small to be useful, while longitudinal modes (5 0 0) and above were strongly perturbed by the shell's compliance. In the determination of speed of sound, only corrections to the perturbations caused by the thermal and the viscous boundary layer were applied to the measurements of resonant frequencies.
The frequency-dependent perturbations of shell motions for mode (2 0 0), (3 0 0), and (4 0 0) are approximately identical for the sample and the reference gases to be cancelled out from the ratios of square speeds of sound. Figure 1 shows the speed-of-sound ratio measurements for Sample A. The measurements were repeated for 13 runs. The values of speeds of sound scatter randomly around the average. The relative standard deviations are 0.33 × 10 , which is comparable to the range (1.9 × 10 ) spanned by the 15 samples reported in [8] . The molar mass of Sample A(1) collected from the same container as Sample A was analyzed with Method II at KRISS in 2010 [14] . The analysis with Method II had been carried out using as a reference the standard reference mixture prepared by Lee et al [11] , and the result was updated to reflect new information (see section 6). Similarly, the molar mass of Samples C(1) and C(2), which was collected from the same container as Sample C, was analyzed by mass spectrometry at KRISS in 2014 [8] . The reference mixture is also based on the same preparation by Lee et al [11] . In figure 5 and 0.37 × 10 −6 , respectively. The value M C obtained using Method I lies mid-way between the results of measurements with Method II. The results agree well and the differences are well covered by their claimed uncertainties. Besides, the difference between the results for Samples C(1) and C(2) illustrates that the measurements by Method II for the samples collected from the same container have the fractional difference of 0.67 × 10 −6 . This is attributed to the different history of Samples C(1) and C(2) and the reproducibility of Method II. According to the analysis based on the intensive study in [8] , M A(1) has to be decreased by 0.39 × 10 −6 from its value given in 2010 [14] . Thus, the fractional difference (M A(1) − M A )/M A is updated to 1.00 × 10 −6 . Given the uncertainty budgets for Methods I and II, the result cannot be deemed anomalous.
The uncertainties associated with the determination of the molar masses by Method I can be budgeted using equation (4) . The equation shows that an uncertainty arising from two sources, the uncertainty for the molar mass of the Ar40 sample and the scattering levels of measuring speeds of 2 from their means and the outer uncertainty bars include the uncertainty of the reference gas u(M Ar40 ). sound. Moldover et al [1] stated the relative standard uncertainty of 0.7 × 10 −6 for determining the molar mass of the Ar40 sample. The relative standard deviation from the average of square speeds of sound for Samples A, B, C, and Ar40 were accounted for in the uncertainty sources. On consideration of the stated uncertainty sources, the relative standard uncertainty for deriving the molar mass of sample by equation (4) is given by: 
According to equation (5), we budgeted the uncertainties with deriving the molar masses of Samples A, B, and C in table 2.
Update of mass spectrometry measurements
In 2010, a sample of BIP grade argon from the same supply cylinder as Sample A was analyzed by the mass spectrometer at KRISS and the result was used for the 2011 measurement of the Boltzmann constant at NIM [14] . In this report, we label that Sample A(1). The isotopic concentration ratios of the argon determined from the mass spectrometer measurements at KRISS were 38 Ar/ 36 Ar = 0.1892, and 40 Ar/ 36 Ar = 299.59. From these ratios, the molar mass of Sample A(1) was determined in 2010 as (39.947 843 ± 0.000 028) g · mol −1 . After the intensive analysis on the isotopic ratio of argon samples in 2014 [8] , we identified two corrections that need to be applied to the 2010 mass spectrometry measurement of Sample A(1).
The first correction is from the misquoted value of 40 Ar/ 36 Ar in the previous analysis. In the 2010 work, the gravimetric value of 40 Ar/ 36 Ar of isotopic reference was mistakenly quoted as 330.37, instead of the correct value of 330.30, and the error propagated to the ratio of 40 Ar/ 36 Ar of the sample. The correct value of 40 Ar/ 36 Ar of Sample A(1) is then 40 Ar/ 36 Ar = 299.53. In terms of the molar mass, this correction amounts to the fractional decrease of 0.07 × 10
The second correction concerns how the mass discrimination correction K should be applied for the isotopic ratio 38 Ar/ 36 Ar. The non-zero K comes from the slightly different sensitivity of the mass spectrometer for different isotopes of argon. It is obtained by comparing ion current ratio I to the known isotopic concentration ratio R iso , usually by the gravimetric method, of a reference isotopic sample, K = (R iso /I − 1). In our previous measurement in 2010, the mass discrimination corrections were calculated for 38 38 Ar in the reference was too small (0.000 16 compared to 0.0006 in the atmospheric argon), we concluded that using the linearity assumption and obtaining the mass discrimination correction [15] and Lee [11] , respectively. Figure 6 represents the update of the isotopic ratios of Sample A (1) . Also shown are the data points from the 2014 study (circles) [8] and the atmospheric argon composition by Nier (triangle) [15] and Lee (square) [11] . Two lines in the figure represent mass fractionation lines that pass through the Lee measurement (solid) [11] , and the KRISS 2014 measurements (dashed) [8] . The updated value is within the spread of measurements from the fractionation line that represents the data set from the 2014 measurements, but the old value was closer to the fractionation of the two atmospheric argon measurements by Nier or Lee. The cause of the difference, as stated in [8] , is unknown. Because of this lack of understanding, the relative uncertainty of 0.35 × 10 −6 was added in quadrature to account for this unknown effect [8] .
After these two corrections, our updated assessment of the isotopic contents of sample A using the mass spectrometer is 40 . The relative change in the molar mass from our original evaluation in 2010 was −0.39 × 10 −6 of M Ar . The fractional uncertainty of the molar mass was assessed to be the same as the work in [8] , 0.7 × 10 −6 , because the same reference isotopic reference gas, the same mass spectrometer, and the same method of analysis were used. Table 3 and figure 5 summarize the determinations of the molar masses of five lots of commercially-manufactured, high-purity argon. Figure 5 suggests that the acoustic measurements and the mass-spectroscopy measurements agree within combined uncertainties. To express this agreement quantitatively, we consider the three ratios: M A /M A(1) , M C /M C (1) , and M C /M C(2) and we recall that Samples C(1) and C(2) had very different histories; therefore, their mass measurements were uncorrelated. We find the average (〈M acoustic /M mass-spec 〉 − 1) = (−0.31 ± 0.69) × 10 −6 , where the indicated uncertainty is one standard deviation; therefore, it does not include the larger, Type B uncertainties of the acoustic and mass-spectroscopy references discussed above. The difference is well covered by the claimed uncertainties with the acoustic comparison and the gravimetric mass-spectrometry [8] . The agreement is indeed remarkable.
Conclusions
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Appendix. Mass dependence of the second acoustic virial coefficient
When we replaced equation (3) with equation (4) above, we assumed that the acoustic virial coefficients of Ar40 and those of commercially-purchased, high-purity argon were identical. To our knowledge, the calculations of argon's virial coefficients have not accounted for the very small differences between the virial coefficients between the various isotopes. Here, we provide order-of-magnitude estimates to justify our assumption.
For a first estimate, we follow Hirschfelder et al [16] in using the Lennard-Jones (L-J) model interatomic potential
, 12 6 ( ) (A.1)
where, for argon, σ = 0.34 nm is the distance at which the potential crosses zero and ε/k B = 122 K is the depth of the potential well. Using the numerical data in Hirschfelder et al's tables I-A and I-E, we calculated the classical, massindependent, second density virial coefficient B class (T ) from ϕ(r). We also calculated the first quantum correction to B(T ), which is proportional to (Λ * ) 2 , where Λ * ≡ h/[σ(mε) 1/2 ] is the de Broglie wavelength of the relative motion of two atoms with relative kinetic energy ε, h is Plank's constant, and m is the mass of an atom. The results are: [17] . In the present work, the average molar mass of the Ar40 reference gas is larger than that of the other argon samples by the fraction 0.000 368. Therefore, we estimate that the mass-dependent part of A 1 p at 273 K and 300 kPa changes by the very small amount: 0.21 × 10 −4 × 3.68 × 10 −4 = 0.77 × 10 −8 . The L-J calculation of B(T) started with the massindependent inter-atomic potential equation (A.1). Our second estimate considers the question: how does the massdepend ence of the potential itself affect B(T)? To our knowledge, this question has not been answered for argon. However, Cencek et al [18] calculated the helium-helium interaction potential V(R) (in their notation) as a function of the distance between the helium nuclei for both 4 He and 3 He and they used their potential to calculate thermophysical properties including the second acoustic virial coefficients 4 He and 3 He. They calculated an approximate, infinite-nuclear-mass, (Born-Oppenheimer) potential V BO (R) and many corrections to V BO (R). At high temperature the effects of statistics (Bose for 4 He; Fermi for 3 He) are unimportant and the largest correction is the adiabatic correction V ad (R) that accounts for the finite mass of the nucleus. For values of the 4 He- 4 He potential in the range 100 K ⩽ V/k B ⩽ 100 000 K, Cencek et al find V ad :V BO ≈ 1:3000 ≈ (mass of 2 electrons):(mass of 4 nucleons) = 1:3670. This helium result suggests that an upper bound to the adiabatic correction for argon will be of the order of (mass of 20 electrons):(mass of 40 nucleons) = 1:3670. However, a much smaller adiabatic correction seems likely for argon. If we approximate the repulsive part of V Ar,BO (R) by an L-J potential with, for example ε/k B = 122 K and σ = 0.34 nm, we expect the adiabatic correction to increase ε/k B by (122 K)/3670 = 33 mK. In the present work, we compared mixtures of argon isotopes which differ in average atomic mass by 0.037%. We estimate that the differences between the adiabatic corrections for these mixtures is equivalent to 0.037% of 33 mK, a truly insignificant 12 μK.
